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Pseudolayering of Gd-DTPA
in the Urinary Bladder’
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When excreted gadolinium diethyl-
enetriaminepentaacetic acid (DTPA)
collects in the bladder of a supine
patient during magnetic resonance
(MR) imaging, a puzzling pattern of
signal intensities is noted. A gradual
change in urine signal intensity
with progressive addition of Gd-
DTPA does not occur; instead, three
sharply defined “layers” are seen
both on Ti- and T2-weighted im-
ages within the urine-Gd-DTPA
mixture. The physical basis for this
triple-layering phenomenon was in-
vestigated. A bladder phantom was
constructed to reproduce the phe-
nomenon. Ti and T2 relaxivities of
urine doped with varying concen-
trations of Gd-DTPA were mea-
sured in vitro; measured signal in-
tensities corresponded closely to
predicted intensities. Early urine
concentrations of excreted Gd-
DTPA may be relatively high (10-40
mmol/L), resulting in extremely
short Ti and T2 values (less than 30
msec). These extremely short relax-
ation times cause an artifactual
pseudolayering of signal within the
urine-Gd-DTPA mixture.
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W HEN excreted gadopentetate (gad-
olinium diethylenetriaminepen-

taacetic acid [DTPA]) dimeglumine col-
lects in the bladder of a supine patient

during magnetic resonance (MR) imag-
ing, a somewhat puzzling pattern of
signal intensities is noted. A gradual

change in urine signal intensity with
progressive addition of Gd-DTPA does
not occur; instead, three sharply de-
fined “layers” or “bands” of signal in-
tensity are characteristically seen on
both Ti- and T2-weighted images with-
in the unine-Gd-DTPA mixture (Fig 1).

The upper layer clearly represents
unopacified urine and has the signal
intensity expected for each pulse se-

quence. The origin of the signals from
the middle and bottom layers is not so
easily explained, however. Do these
layers physically exist or are they the
result of some curious MR contrast phe-
nomenon? If they are not true anatomic
layers, why are they so sharply de-
fined? Why do we not see a gradual
and predictable transition from urine

to Gd-DTPA as we do with iodinated
contrast material in the bladder on pel-
vic computed tomognaphic (CT) images
(Fig 2)? To answer these questions, a

systematic study was undertaken to in-
vestigate MR signal intensity changes
and relaxation parameters associated
with urine-Gd-DTPA mixtures in vitro.

MATERIALS AND METHODS

The spin-lattice (Ti) and spin-spin (T2)
relaxivities of urine doped with varying
concentrations of Gd-DTPA were first de-
termined in vitro. Gadopentetate dime-
glumine (Magnevist; Berlex Imaging,

Wayne, NJ), was added in a stepwise fash-

ion to samples of fresh urine obtained

from a healthy volunteer. This resulted in
12 unine-Gd-DTPA mixtures with a Gd-
DTPA concentration ranging from 0 to
9.0 mmol/L. All specimens were thor-
oughly mixed by gentle swirling in their
containers.

Relaxation time measurements of the
solutions were initially performed on a

clinical MR imagen operating at 1 .5 T
(Vista MR; Picker International, Highland

Heights, Ohio). Ti relaxation times were

computed with an inversion recovery
protocol with a TR of 8,000 msec, a TE of

30 msec, and inversion times (TIs) in 10
separate acquisitions ranging from 100 to
1,000 msec in steps of 100 msec. Field of
view was 25 cm, section thickness was 10
mm, and the number of excitations was
one. T2 measurements were obtained
with a multiecho protocol (8,000/26, 52,
78, 104, 130, 156). Other variables were

identical to those for the Ti measure-
ments except that the number of excita-

tions was increased to two. Three mea-
sunements of Ti and T2 were made for
each sample, with reproducibility of
within 5%.

Signal intensities for each sample were
measured with circular regions of interest
oven each specimen bottle. The values
were normalized to account for changing
signal attenuations set by imager software
and then fitted to single exponential
curves based on eigenvalue decomposi-
tion combined with a nonlinear least-
squares algorithm (1).

Ti relaxation times for each specimen
were verified by careful measurement in
a laboratory nuclear MR spectrometer
(Wats65; Waterloo NMR Spectrometers,
Waterloo, Ont, Canada) operating at 64
MHz. We measured Ti relaxation times
by using an inversion recovery sequence
with 30 free induction decay signals re-
corded for each Ti measurement (2).
These data were fitted by means of a sin-
gle exponential function with use of a
linear least-squares method. The accuracy
of Ti measurement was better than 8%,
and the calculated slopes of the Ti relaxi-
vity curves for the commercial imager
and the nuclear MR spectrometer agreed
to within 1.6%.

A bladder phantom was constructed to
validate the triple layering phenomenon
in vitro. This consisted of a Pyrex beaker
filled with urine from a normal volunteer
into which Gd-DTPA at a concentration
of 15 mmol/L was carefully added. The
Gd-DTPA was meticulously pipetted into
the bottom of the phantom while the
phantom lay in the MR scanner to simu-
late the nontunbulent inflow of excreted
Gd-DTPA posteriorly and inferiorly from

Abbreviations: DTPA diethylenetriamine-
pentaacetic acid, TE echo time, TI inver-
sion time, TR = repetition time, SE = spin echo.
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Figure 1. Axial MR images of the pelvis obtained with 600/16 (repetition time [TR] msec/

echo time [TE] msec) (a) and 2,000/60 (b) sequences show excretion of Gd-DTPA into the

partially filled bladder. Three discrete layers or signal regions (1-3) are identified with each

sequence.
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the ureters into a partially filled human

bladder. Imaging of the bladder phantom

was performed with both short TR/TE
(600/16) and long TR/TE (2,000/60) spin-

echo (SE) pulse sequences.

RESULTS

The Ti relaxivity of Gd-DTPA in
urine was calculated to be 3.74 (mmol/
L - sec)’ on the clinical imager and
3.80 (mmol/L - sec)� on the nuclear
MR spectrometer. The T2 relaxivity on
the clinical imager was 4.75 (mmol/L -

sec)’. These values are in agreement
with published data concerning Ti re-
laxation rates for lanthanide complexes
in aqueous solution (3). On the basis of

these relaxivity curve data, Ti and T2
values at i.5 I for a wide range of po-

tential concentrations of Gd-DTPA in
urine were computed (Table). For mod-
erately high concentrations of Gd-
DTPA (above 5 mmol/L) both Ti and
T2 values become extremely short (less
than 50-60 msec). As we will subse-

quently demonstrate, it is this extreme
shortening of both Ti and T2 values of
urine by excreted Gd-DTPA that con-
tributes to the unusual pseudolayening
phenomenon observed visually. Im-
ages of the bladder phantom were ob-

tamed (Fig 3) with pulse sequences
identical to those used to obtain images
of the human subject in Figure 1. The

same triple-layering phenomenon not-

ed in the human bladder partially
filled with Gd-DTPA was consistently
reproduced in vitro in this phantom.
Measured signal intensities of each lay-
en corresponded closely to signal inten-
sities predicted with use of the Ti and
T2 values in the Table. A separate dilu-

tion experiment confirmed that con-
centrations of Gd-DTPA within each

range produced MR signal intensities

consistent with theory.

DISCUSSION

The pharmacokinetics of intrave-

nously administered Gd-DTPA in nor-

mal subjects conforms to a two-com-
partment open model with a mean
elimination half-life of approximately
1.6 hours (4,5). At injection, the meglu-
mine salt of gadopentetate dimeglu-
mine completely dissociates from the

gadopentetate complex. No detectable
biotransformation or decomposition oc-
curs. Gd-DTPA is exclusively eliminat-
ed in the urine and has a clearance rate
similar to that of substances subject to

glomerular filtration (5).

The concentration of Gd-DTPA with-
in freshly excreted urine is surprisingly
high (6) and can be easily estimated
from the pharmacokinetic data (5).
Consider a 70-kg man who receives the
manufacturer’s recommended dose of

Gd-DTPA (0.1 mmol/kg) for a certain
MR study. The total injected quantity

of Gd-DTPA will therefore be 7.0
mmol. If one ignores redistribution

time and assumes an elimination half-

life of 1.6 hours, the approximate total
fraction F excreted in time t after injec-
tion can be easily calculated with a clas-
sic exponential decay formula (7): F

- exp[(-ln 2/i.6)t] 1 - exp(-0.43 t).
In the first 30 minutes (t 0.5 hour),

therefore, approximately i9.5% of the
total injected dose should appear in the

urine. For the 70-kg man, this come-
sponds to an excreted dose of approxi-
mately i.36 mmol of Gd-DTPA. If one

assumes the bladder was initially emp-

ty and that the usual urine production

rate is 1-2 mL/min, the concentration
of Gd-DTPA appearing in the bladder
over the first 30 minutes may be as
high as 23-45 mmol/L. If mixing with

residual unopacified urine in the blad-

den occurs, or if urinary flow rates are

significantly higher, the resultant con-

teriorly into progressively denser contrast

material posteriorly is easily understood.

centration of Gd-DTPA will be lower.
The 15-mmol/L solution used in the
bladder phantom (Fig 3) produced MR
signal changes of a nature similar to

that seen in the human patient (Fig 1).
The apparent segmentation of urine

mixed with Gd-DTPA into three layers

can easily be understood by plotting
calculated signal intensities for each SE
pulse sequence based on classic approx-
imated solutions (8) to the Bloch equa-
tions (Fig 4). The top layer of fluid rep-
resents pure urine with long Ti and T2
values relative to the SE variables TR
and TE. The expected levels of signal

intensity (dank on SE 600/16 images,

brighter on SE 2,000/60 images) are
easily understood and represent the



1oo�

a. b.

Figure 3. MR images obtained with 600/16 (a) and 2,000/60 (b) sequences show triple-lay-

ering phenomenon seen in vivo. Uneven middle “layer” resulted from mixing along edge of

container where pipettes were inserted.

(I)

20�

0

0 6 12 18 24 30 36

Concentration of Gd-DTPA in Urine (mM)

Provencher SW. An eigenfunction expan-
sion method for the analysis of exponential
decay curves. J Chem Phys 1976; 64:2772-
2777.

2. Farrar TC, Becker ED. Pulse Fourier trans-
form NMR: introduction to theory and meth-
ods. New York: Academic Press, 1971; 20-22.

3. Koenig SH. Baglin C. Brown RD III. Magnet-
ic field dependence of solvent protein relax-
ation induced by Gd1#{176}and Mn-f complexes.
Magn Reson Med 1984; 1:496-501.

4. Weinmann HJ, Brasch RC, Press WR. et al.
Characteristics of gadolin ium-DTPA corn plex:
a potential NMR contrast agent. AJR 1984;
I 42:619-624.

5. Weinmann HJ. Laniado M, Mutzel W. Phar-
macokinetics of GD-DTPA/dimeglumine af-
ter intravenous injection into healthy volun-
teers. Phvsiol Chem Phvs Med NMR 1984;
16:167-172.

6. Choyke PL, Frank JA. Girton ME, Inscoe SW.
et al. Dynamic Gd-DTPA-enhanced MR irn-
aging of the kidney: experimental results. Ra-
diology 1989; 170:713-720.

7. Mettler FA Jr. Guiberteau MJ. Essentials of
nuclear medicine imaging. 2nd ed. Orlando,
Fla: Grune & Stratton, 1986; 5-7.

8. Dixon RL, Ekstrand KE. The physics of pro-
ton NMR. Med Phys 1982; 9:807-818.

9. Villringer A, Rosen BR, Belliveau JW. et al.
Dynamic imaging with lanthanide chelates in
normal brain: contrast due to magnetic sus-
ceptibilitv effects. Magn Reson Med 1988;
6: 164-174.

10. Bottomlev PA, Foster TH, Argersinger RE,
Pfeifer LM. A review of normal tissue hs’-
drogen NMR relaxation times and relaxation
mechanisms from 1-100 MHz: dependence
on tissue type. NMR frequency. temperature.
species. exercise, and age. Med Phys 1984;
11:425-448.

11. Davis PL. Parker DL, Nelson JA, Gillen JS.
Runge VM. Interactions of paramagnetic
contrast agents in the spin echo pulse se-
quences. Invest Radiol 1988; 23:381-388.

Volume 174 #{149}Number 2 Radiology #{149}381

Figure 4. Predicted MR signal intensities

for aqueous solutions of Gd-DTPA at 1.5 T.

. = 600/l6sequence. 0 2,000/6Ose-

quence.

normal appearances of urine with these

pulse sequences at 1.5 T.

The bottom “layer” of fluid repre-
sents urine with a relatively high con-

centnation of Gd-DTPA (greater than 5-

10 mmol/L). At these concentrations
(see Table), the Ti and T2 relaxation

times of the urine-Gd-DTPA mixture

are extremely short (less than 50 msec).
It is this extreme T2 shortening (possi-

bly coupled with magnetic susceptibil-

ity effects) that accounts for the very

dark appearance of the bottom layer on

the “T2-weighted” 2,000/60 image (9).
The muddy gray appearance of the bot-
tom layer on the SE 600/ 16 image can

also be easily understood by reference

to the Table and Figure 3. At high Gd-
DTPA concentrations, Ti and T2 values
of the solution are relatively similar in
magnitude, with Ti/T2 � 1.3. (Recall

that for most tissues at 1.5 1, T1/T2 ra-

tios [10] are usually on the order of 5-

10). The signal intensity of this bottom
layer on the SE 600/ 16 image repne-

sents the balanced effects of short Ti
(which would increase signal intensity)

and short 12 (which decreases signal
intensity). As a result, the highly con-

centrated unine-Gd-DTPA mixture has
an intermediate gray appearance with

the SE 600/ 16 pulse sequence.
The origin of the signal from the

middle layer of fluid is a little more dif-

ficult to understand intuitively. Cuni-
ously, this layer is exceedingly bright

with both the short TRITE and long
TR/TE sequences. Furthermore, this

band of higher signal intensity does
not correspond with an anatomically

discrete layer of fluid. Rather, it repre-

sents an interesting signal contrast

phenomenon that occurs at relatively

low concentrations of Gd-DTPA (0.5-
5.0 mmol/L). We have used the term

“pseudolayening” to remind ourselves

that this is merely an interesting MR

signal phenomenon rather than a true

physical layer with distinct margins.
The bright middle pseudolayer can

be predicted to occur at concentrations

of approximately 0.5-5.0 mmol/L, at

which the peak signals in Figure 4 are

noted. The Table shows that for urine-

Gd-DTPA mixtures of these concentra-
tions, Ti and T2 values are of compara-

ble size and both are on the order of a

few hundred milliseconds. The com-
puter simulations described by Davis et

al (ii) predict high signal intensity
with both short TR/TE and long TR/TE

pulse sequences for liquid solutions of

Gd-DTPA over this range of concentra-
tions.

When the Ti of a unine-Gd-DTPA

mixture falls below 400 msec, SE pulse

sequences with TRs of more than five
times the Ti (ie, greater than 2,000

msec) become relatively independent
of Ti. Hence the SE 2,000/60 pulse se-

quence in this example becomes heavi-
ly weighted toward the long T2 and
high spin density values of the solu-

tion. The middle pseudolayer thus ap-

pears very bright with long TR/TE

pulse sequences such as this (Fig ia).

Similar reasoning can explain the
high signal intensity of this middle

pseudolayer with the SE 600/ 16 se-
quence. For this sequence the measured
T2s are very long compared to TE,

while the Tis are slightly shorten than
TR. The SE 600/ 16 sequence can thus

be considered reasonably Ti weighted

and will have high signal intensity be-
cause of the relative Ti shortening that
occurs with these low concentrations of

Gd-DTPA.
The middle pseudolayer of urine and

Gd-DTPA, therefore, exists in the MR
image alone. This pseudolayer is seen

because of a fortuitous phenomenon
involving changes in Ti and T2 values

of solutions containing progressively
higher concentrations of Gd-DTPA.

The inferior edge of this pseudolayer
appears sharply defined only because

the predicted signal intensity curve is
very steep over the corresponding

range of Gd-DTPA concentrations. The

fact that MR signal intensity may
change nonlinearly and even paradoxi-

cally with the progressive addition of

Gd-DTPA underscores a fundamental
difference between the behavior of MR
and CT contrast agents as each interacts
with its respective imaging process.
The daily observation of pseudolayers

of Gd-DTPA that appear in the urinary
bladder should serve as a constant re-
minder of the many complex and com-

peting physical processes that deter-

mine MR signal intensity. U

References




